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Abstract
Functional magnetic resonance imaging (fMRI) of the human spinal cord is a difficult endeavour due to the cord's small cross-sectional diameter, signal drop-out as well as image distortion due to magnetic field inhomogeneity, and the confounding influence of physiological noise from cardiac and respiratory sources. Nevertheless, there is great interest in spinal fMRI due to the spinal cord's role as the principal sensorimotor interface between the brain and the body and its involvement in a variety of sensory and motor pathologies. In this review, we give an overview of the various methods that have been used to address the technical challenges in spinal fMRI, with a focus on reducing the impact of physiological noise. We start out by describing acquisition methods that have been tailored to the special needs of spinal cord fMRI and aim to increase the signal-to-noise ratio and reduce distortion in obtained images. Following this, we concentrate on image processing and analysis approaches that address the detrimental effects of noise. While these include variations of standard pre-processing methods such as motion correction and spatial filtering, the main focus lies on denoising techniques that can be applied to taskbased as well as resting-state data sets. We review both model-based approaches that rely on externally acquired respiratory and cardiac signals as well as data-driven approaches that estimate and correct for noise using the data themselves. We conclude with an outlook on techniques that have been successfully applied for noise reduction in brain imaging and whose use might be beneficial for fMRI of the human spinal cord.
Introduction
Functional magnetic resonance imaging (fMRI) of the spinal cord is still at a relatively early stage. While the first reports of spinal fMRI appeared in the late 1990s (human imaging: Stroman et al., 1999; Yoshizawa et al., 1996; animal imaging: Pórszász et al., 1997) , the field is still relatively smallthere are currently about 100 published reports in humans and less than 50 in animals on spinal imaging with fMRI. In this review we will solely focus on the human spinal imaging literature, although exciting advances have been made with regard to spinal imaging in rats (e.g. Lawrence et al., 2004; Lilja et al., 2006; Zhao et al., 2009) , cats (Cohen-Adad et al., 2009a) , and very recently also in monkeys (Chen et al., 2015; Yang et al., 2015) , where finegrained sensory processing patterns were investigated as well as changes in restingstate connectivity due to spinal cord injury. It will be exciting to see how these approaches develop, especially when considering their application in tandem with other techniques such as two-photon imaging (Johanssen & Helmchen, 2013) or optogenetics (Montgomery et al., 2016) .
A likely reason for the relative dearth of spinal fMRI studies lies in the difficulty of obtaining reliable results from this structure, which is due to a number of factors (Giove et al., 2004; Stroman, 2005; Stroman et al., 2014; Summers et al., 2010) . First of all, the spinal cord has a very small cross-sectional diameter (approximately 12mm in the left-right and 8mm in the anterior-posterior direction at the cervical level; Fradet et al., 2014; Ko et al., 2004) , which makes it necessary to use a high in-plane resolution to minimize partial-volume effects. Second, the presence of tissuetypes with different magnetic susceptibility (vertebrae and connective tissue) leads to inhomogeneities in the static magnetic field (B 0 ) that result in a periodic signal disruption along the superior-inferior axis of the spinal cord (Cooke et al., 2004; Finsterbusch et al., 2012) . Third, the influence of physiological noise (arising from respiratory and cardiovascular sources; Figure 1 ) on blood-oxygen-level-dependent (BOLD) responses is much stronger in the spinal cord than in the brain (Cohen-Adad et al., 2010; Piché et al., 2009) , with the potential for obscuring task-related responses and resting-state connectivity profiles, unless adequately addressed.
With regards to the sources of physiological noise, one can dissociate respiratory and cardiac influences (though interactions are also observed; Brooks et al., 2008) . Respiratory influences are mostly evident in time-dependent distortions of the B 0 field time-locked to the respiratory cycle (Raj et al., 2001 )these manifest as apparent non-rigid motion of the spinal cord and are much stronger than in the brain due to the spinal cord's proximity to the lungs (Verma and Cohen-Adad, 2014) . Cardiac influences manifest themselves in vascular pulsations (Dagli et al., 1999) on the one hand, which might obscure spinal cord BOLD responses since the main arteries and veins run directly along the edge of the cord in close proximity to the minute grey matter regions of interest (Cohen-Adad et al., 2010) . On the other hand, cardiac activity leads to pulsatile movement of the cerebrospinal fluid (CSF; O'Connell, 1943) in which the spinal cord is embedded, resulting in a non-rigid oscillatory cord motion time-locked to the cardiac cycle (Figley and Stroman, 2007) . Cardiac induced CSF-flow furthermore leads to large signal variations due to unsaturated spins moving into an imaging slice (Finsterbusch et al., 2012) , which is highly problematic considering the proximity of the CSF-containing subarachnoid space to the spinal cord grey matter.
In spite of all these difficulties, there is great interest in studying the human spinal cord non-invasively, since it is the brain's principal sensorimotor interface with the bodythus properly characterising input to and output from the central nervous system relies on knowledge of spinal cord activity. Furthermore, there is also strong clinical interest in the spinal cord, due to its prominent involvement in a number of neurological disorders . For example, in multiple sclerosis, deficits in motor function may be due to dysfunction at multiple levels of the neuro-axis, and early spinal cord involvement in the primary progressive form of the disease has recently been demonstrated (Abdel-Aziz et al., 2015) . Equally, damage occurring to motor neurons in amyotrophic lateral sclerosis have been shown to involve both the cortico-spinal tract and the spinal cord (Foerster et al., 2013) . In patients with spinal cord injury the motivation to study the cord is clear and current interest includes relating cord atrophy to disability and monitoring treatment success (Cadotte and Fehlings, 2013; Freund et al., 2013) , though imaging presents unique challenges due to the use of metal in stabilising the vertebral column. Lastly, the development and maintenance of chronic pain states in animal models has been shown to depend on altered spinal cord function (Woolf and Salter, 2000) and spinal cord fMRI would allow researchers to examine whether similar changes underlie the transition to chronic pain in man.
Here we set out to give an overview of approaches that have been used to overcome some of the aforementioned problems. We will first look at how one can optimise the signal-to-noise ratio (SNR) during image acquisition, based on a variety of methods that might not necessarily be routinely used in brain imaging. Then we will move on to describe the analysis approaches that have been developed to deal with the various sources of noise present in spinal fMRI datahere we will also mention differences when denoising task-based versus resting-state data. We will briefly mention various motion correction and spatial filtering approaches before concentrating on the main topic of denoising using either modelling approaches based on externally acquired signals (cardiac and respiratory data) or data-driven approaches that aim to find structured noise in the data that is then used in clean-up procedures. We will conclude with an outlook on procedures that have proven helpful for denoising brain fMRI data and might hold potential for spinal fMRI as well.
Acquisition approaches to denoising
Before coming to acquisition methods that optimize the SNR in the spinal cord, it is important to briefly review the gross anatomy and vascular supply of the spinal cord (Baron, 2015; Silverdale, 2015; Thron, 2016) . From the superior to inferior (rostral to caudal) direction, the spinal cord is organized into cervical, thoracic, lumbar, sacral, and cogzygeal parts; hereafter we will focus on studies of the cervical spinal cord as this part has received the greatest attention. Each of these parts contains several segments (31 in total) that correspond to left and right pairs of spinal nerves innervating a specific body territory. Sensory nerves enter the spinal cord on the posterior (dorsal) side and synapse mostly within dorsal grey matter, whereas motor nerves leave the spinal cord on the anterior (ventral) side, originating from ventral grey matter. The internal structure of the cord is best described as four grey matter horns that are embedded within the white matter tracts that provide connections between the spinal cord and the brain, as well as between spinal cord segments. Somatosensory (and viscerosensory) processing occurs mainly in the dorsal horns, whereas the processing and relay of motor commands to the muscles is a function of the ventral horns; autonomic processing occurs in the lateral column that is however not present throughout the cord's rostro-caudal extent. The spinal cord is supplied with blood via the anterior spinal artery and the posterior spinal arteries that run along the cord and give rise to a dense array of capillaries penetrating the cord. There is a roughly similar arrangement of draining veins that exit the cord to form a network with larger veins that run along the cord. When using blood flow sensitive measurements such as BOLD-based fMRI to infer neuronal activity, alterations to vascular tone (e.g. vasodilation due to increased CO 2 concentration in the blood) may become important. Notably, the effect of resting fluctuations in end-tidal CO 2 has been detected in brain fMRI data (Wise et al., 2004) , and experimental manipulation of end-tidal CO 2 levels (i.e. hypercapnia) has been used to investigate vascular responses in the human spinal cord (Cohen-Adad et al., 2010) .
When attempting to measure BOLD signal changes from the human spinal cord every effort should be made to optimize data acquisition as far as possible, and we will highlight several possibilities here. As with all MRI, the uniformity of the magnetic field in and around the structure of interest has a large influence on the quality of imaging data acquired. Scanner manufacturers routinely include an option to adjust the static magnetic field around a user-selected region of interest (volume shimming), to make the magnetic field as homogeneous as possiblesuch an approach should always be employed as a first step, no matter which kind of protocol one chooses to acquire spinal fMRI data. When choosing the target volume for the shim adjustment (usually a rectangle centred on the spinal cord), it should be kept in mind that a minimum size is required for the shim algorithm to work properly and that focussing the shim adjustments on the target region will lead to reduction in image quality in other parts of the image (Finsterbusch, 2014) .
A further issue that is relevant for all of imaging, but particularly so for spinal fMRI, is movement of the structure of interest. The attribution of signal change to altered blood flow and volume (in the case of BOLD functional imaging), rather than to movement, is key to determining the "true" response of the system. Several approaches to minimizing cord movement have been taken, and one of the first used was cardiac gating, which attempts to capture images at the quiescent period of the cardiac cycle, when the cord is relatively still (Summers et al., 2006) . One significant problem with this approach is that unless corrected for, gating will introduce a signal dependency on the cardiac cycle, as the time between samples is no longer governed by the scanner repetition time (TR), but by heart rate instead. The induced signal fluctuation is primarily due to different amounts of T 1 relaxation occurring between acquisition of image volumes (Huettel et al., 2014) . Whilst, in principle, it should be possible to correct for the heart rate/T 1 interaction, the correction relies heavily on perfect motion correction, and knowledge of the T 1 relaxation rate of the structure of interest (Guimaraes et al., 1998; Malinen et al., 2006) . A further problem in the context of task-based acquisitions is the possibility that the experimental stimulation might systematically alter heart rate, meaning that correction has its greatest effect during stimulation, potentially introducing correction-dependent artefacts. Lastly, movement of structures within the field of view, but outside the structure of interest, may cause noise within the cord. In particular, movement of the jaw, larynx (through swallowing) or chest wall may all induce signal fluctuations that are "smeared" across the phase-encoding direction (Zhang et al., 2009) . One approach to minimising such effects is to use saturation pulses to suppress signal from areas outside the cord (Wilm et al., 2007) . Unfortunately, these pulses rarely suppress signal perfectly, they increase the amount of radiofrequency energy deposited in the body, and each applied saturation band reduces the time available for data acquisition (reducing the number of slices per TR).
Of particular importance when acquiring functional data from the spinal cord is the ability to resolve small areas of activity that can, at the coarsest level, be assigned to quadrants of the cordheuristically, this will at least make it possible to distinguish sensory and motor processes as well as their laterality. Given the small size of the cord, this necessitates the use of relatively small voxels. When imaging the cord in the axial plane, one would typically use small voxels, i.e. a high in-plane resolution (e.g. 1x1mm voxel size in x and y direction) combined with a large slice thickness (e.g. 5mm voxel size in z direction). The consequences of this choice are 1) low inherent SNR (proportional to the volume of each voxel), 2) signal loss due to intravoxel dephasing (caused by magnetic field variation through the slice, particularly affecting gradient echo acquisitions such as echo planar imaging), and 3) image distortion due to off-resonance effects (caused by magnetic field variation primarily in the low bandwidth phase encoding direction).
The first of these issues can be mitigated to a certain extent a) by improving receive coil design (Cohen-Adad and Wald, 2014) to maximize the amount of recorded signal, b) by increasing voxel size (at the expense of tissue specificity), or c) by lengthening the acquisition (increased averaging). One possible solution to the second issue of intra-voxel dephasing would seem to be to reduce the slice thickness, at the expense of a further decrease in SNR. Whilst it may seem counterintuitive to use relatively thick slices, this actually capitalizes on the anatomical arrangement of the spinal cord, which has a laminar arrangement with layers of similar cells stacked longitudinally in the cord, thus increasing the chance of signal detection by sampling from a larger pool of similar neurons. An alternative and elegant solution to this problem is to adjust the main magnetic field on a slice by slice basis during acquisition, to "shim" away the through slice variation in B 0 field. This slice-specific z-shimming approach (Finsterbusch et al., 2012) leads to a drastic reduction in signal intensity variation along the cord (of about 80%) by reducing the periodically occurring signal drop-outs. This technique thus protects against an excess of false negatives that could arise from signal loss in regions of interest. The third issue, image distortion ( Figure 2 ), is particularly problematic with single-shot techniques that employ a relatively large matrix size (necessary to capture the fine detail in the cord) and a large field of view (necessary to avoid signal aliasing or "phase-wrap"). This combination leads to a large amount of time required to fill kspace (read-out duration), with a corresponding increase in time to acquire each line of k-space (echo-spacing). The net effect of this is to produce blurring in the image, and image distortion in the phase-encode direction, where signal is mislocated. There are several different approaches to mitigate these problems, and these are reviewed in detail elsewhere (Saritas et al., 2014) . Briefly, these techniques all seek to minimize the amount of time taken to fill k-space, and they achieve this either through the use of parallel imaging techniques such as GRAPPA or SENSE (Griswold et al., 2002; Pruessmann et al., 1999) , multi-shot gradient echo acquisitions (Barry et al., 2011) , or by selectively exciting an inner field-of-view to minimize the number of k-space lines required whilst avoiding phase-wrap (Finsterbusch, 2013; for a recent spinal fMRI application see Weber et al., 2016) .
When considering whether modifications to acquisition have actually improved data quality, a useful measure to consider is the temporal SNR (tSNR; Parrish et al., 2000) . Normally estimated from resting fMRI data, tSNR is calculated by taking the ratio of the temporal mean to the temporal standard deviation of time series data following motion correction. As an aside, motion correction normally employs trilinear or spline-based interpolation, the former of which typically introduces substantially increased spatial smoothness in the data. For the purpose of assessing tSNR one can use nearest neighbour interpolation (which will not induce extra smoothness but may leave in some residual movement effects) or spline-based interpolation (which will induce a very small amount of extra smoothness) to minimise bias in the tSNR estimates. Areas with high intrinsic mean signal and low signal variation will give rise to large tSNR values, which is a useful measure when considering whether it will be possible to distinguish neuronally induced signal from noise (Cohen-Adad et al., 2010) . In addition to tSNR, one might also want to investigate changes in functional contrast-to-noise ratio (CNR; Welvaert & Rosseel, 2013).
In the next section of this review we will cover analysis approaches to noise reduction, which can be quite effective. It needs to be stressed however, that due to the difficulties spinal fMRI faces (small cord diameter, signal dropout and distortion due to field inhomogeneities, impact of physiological noise) it is absolutely essential that steps are taken at the acquisition stage to mitigate sources of noiseotherwise the obtained data might be seriously compromised.
Analysis approaches to denoising

Data inspection and motion correction
A crucial first step to analysing spinal fMRI data is visual inspection of the recorded time series datathis might highlight problems such as large movements (e.g. induced by swallowing) or increases in background noise (e.g. ghosting) that affect discrete volumes. In these situations, there are several approaches to deal with the affected volumes, such as replacing the affected volumes by the average of its neighbours, replacing the affected volumes by the time-series average, using regression models that essentially remove the artefactual effects from the data or simply (in the case of resting-state data) deleting the affected volumes from the timeseries; this is currently a very active field of research that is described in detail elsewhere (Power et al., 2015; Pruim et al., 2015a) .
One source of apparent movement seen when looping through fMRI time series of axially acquired spinal cord data, is an oscillation in the phase encoding direction. The source of this apparent movement is the respiratory cycle (Verma and Cohen-Adad, 2014) , which introduces breathing dependent shifts in the B 0 field that translate to image shifts in the phase-encode direction. Indeed, power spectra computed from the time-series of motion amplitudes in the phase-encode direction will typically demonstrate a peak at around ~0.3Hz indicating a respiratory influence on cord motion. It should be noted that conventional methods for motion correction, which assume that movement can be characterized by rigid body transformations (Jenkinson et al., 2002) , may not be sufficient to correct for differing amounts of movement along the cord due to spatial variation in B 0 and effects such as swallowing. To address these problems researchers have tended to adopt motion correction techniques that work on a slice-wise basis, and appear to be more appropriate (Cohen-Adad et al., 2009b; Weber et al., 2014) . These techniques will usually restrict correction to two degrees of freedom, adjusting for in-plane translations (x and y), ignoring translations in, and rotations about, the z (i.e. slice) direction (Brooks et al., 2008; Brooks et al., 2012) . While theoretically motivated, the slice-wise motion correction approach sometimes lacks robustness, and developments are underway to correct for this by imposing a certain amount of regularisation along the z-direction (Cohen-Adad et al., 2015) .
Spatial and temporal filtering
Further processing steps that aim to reduce noise and thereby increase the tSNR of the recorded data are spatial and temporal filtering of the data. The aim of spatial smoothing, which behaves like a spatial low-pass filter, is to remove 'speckled' highfrequency noise and increase SNR. While the use of an isotropic three-dimensional Gaussian kerneloften with a full width at half-maximum of at least twice the voxel sizeis a standard procedure in fMRI of the brain for a number of reasons (e.g. to reduce noise in the image, to reduce the effects of inter-individual differences in anatomy, to ensure that the data conform to the assumptions of Gaussian random field theory), it should be used with caution in spinal cord fMRI. First, since the grey matterespecially at the tip of the dorsal hornsimmediately borders areas of high signal variation (CSF space), isotropic smoothing is likely to introduce high-intensity noise that might swamp subtler signals from grey matter. Second, the anatomical organization of the spinal cordwith narrow dorsal horns enclosed on both sides by white matterdoes not lend itself well to isotropic smoothing, as it will introduce strong partial volume effects between the grey and white matter.
An alternative approach is to use an anisotropic smoothing kernel, with minimal smoothing in the x and y directions, but much stronger smoothing in the z-direction. The benefit of this approach is that it will lead to an increase in SNR, but will only introduce small contributions from white matter and CSF signalsfurthermore, it is unlikely that this approach leads to a loss in spatial specificity along the cord, since each spinal segment (i.e. the unit of anatomical resolution currently investigated) has an extent of about 15mm in the rostro-caudal direction (Ko et al., 2004) . A finessed version of this approach (Cohen-Adad et al., 2014) uses a three-step procedure: first the spinal cord is straightened along its centerline, then smoothing is applied only along the rostro-caudal axis, and then the smoothed cord is de-straightened, i.e. brought back into its original position. This procedure has the obvious advantage over basic anisotropic smoothing in that it virtually eliminates the possibility that CSF signal will be introduced into the grey matter due to the cord curvature. A finaland very differentapproach does not use a local smoothing kernel (where a voxel value is replaced by a weighted average of its neighbours' values), but instead makes use of redundant information in the image (a voxel value is replaced by an average of voxels with a similar intensity and a similar neighbourhood structure). This so-called 'non-local means' filtering approach (Buades et al., 2005) has become popular in image processing and extensions have been developed in order to denoise structural MRI images (Coupe et al., 2008; Manjón et al., 2010) . Due to its edgepreserving characteristics, it could also be a valuable approach for spinal cord fMRI data and initial results from fMRI data of small subcortical structures are encouraging (Bernier et al., 2014) , though this clearly warrants more extensive validation, as it is likely that the temporal changes in the non-local regions are not related to the local effects of interest and therefore it is unclear how robust this technique would be.
When considering the frequency components within fMRI data, it is apparent that there is a reciprocal relationship between signal power and frequency, i.e. the 1/f noise characteristic (Zarahn et al., 1997) . This becomes important when using parametric statistics for inference, as the underlying assumption is that the noise in the measurement is independent and identically distributed (iid), implying that there is an equal contribution of noise across the frequency spectrum (Purdon and Weisskoff, 1998) . Several techniques exist for correcting for the influence of nonwhite noise in fMRI data based on pre-colouring (imposing a known correlation structure by low-pass filtering) or pre-whitening (estimating and removing the correlation structure); generally, the latter method is now the preferred choice (Poldrack et al., 2011) . The pre-whitening approach (the benefits of which for spinal fMRI have been demonstrated by Kong et al., 2012) is combined with high-pass filtering, which will help reduce the influence of slow drifts in signal intensity affecting the low frequency part of the spectrum and is a standard approach in task-based fMRI. Conversely, the use of low-pass or band-pass filtering outside of the general linear model, without explicit correction for this filtering, is not recommended (Brooks, 2014) , as this will inevitably inflate false-positive rates by removing noise from the time series data prior to model estimation, leading to underestimation of residuals (artificially increasing confidence in estimated activity) in fixed-effects or mixedeffects analyses (Figure 3 ). When attempting to assess data quality following filtering, one should therefore be wary of basing decisions solely on increased tSNR, as apparent enhancements (e.g. by removing high frequency noise) may not translate to genuine improvement in signal detection (e.g., due to poorer estimates of the residual noise).
Modelling-based approaches to physiological noise correction
The purpose of fMRI analysis in a task-based setting is to attribute the recorded signal change to the employed paradigm, and this is conventionally done through first level analysis within the general linear model (GLM). To achieve this, one supplies a model that attempts to explain signal change within the experiment, e.g. by supplying a timing file that describes the onset and duration of an externally applied stimulus, which the GLM uses to estimate what portion of the signal can be uniquely assigned to the supplied regressor(s). The confidence in the estimated parameters (beta values), is dependent on the how large the effect is compared to the background variation in measured signal (the noise) and how many measurements were taken, and is used to calculate a t-, or Z-score with associated p-value. The noise estimate is taken to be the standard deviation of the residuals, i.e. the un-modelled signal that is left after model fitting. Areas such as the spinal cord and brainstem suffer from large noise contributions, primarily due to cardiac and respiratory processes Brooks et al., 2008; Figley and Stroman, 2007; Kong et al., 2012; Piché et al., 2009; Verma and Cohen-Adad, 2014 ; for reviews, see Brooks, 2014; Fratini et al., 2013) , which if left un-modelled will lead to increased variance in the residuals and consequently reduce confidence, or even invalid inference, in estimated activation parameters. Indeed, their contribution may mask the detection of signal if they share variance with the applied paradigm, leading to incorrect estimates of effect size. Fortunately, these physiological processes can be sampled relatively easily during scanning using electrocardiogram (ECG) leads or a pulse-oximeter for the cardiac waveform, and respiratory belt to measure respiratory effort (Figure 4a ). Typically, these physiological waveforms can be logged along with scanner triggers (to relate these processes to the image acquisition) on either an analog-to-digital converter connected to a personal computer, or on the scanner's host computer. The goal of physiological noise correction is thus to take some measurement from the participant, which could be an independent measure like cardiac or respiratory waveform or a derived measure taken from the data itself, like white matter signal, and remove this signal contribution from the time series. In this section we focus on physiological noise correction that is based on independent measures (the use of derived measures will be the topic of section 3.4). The approach originates from work by Glover and colleagues (Glover et al., 2000 ; often referred to as RETROICOR) and has been refined and applied to the spinal cord (Brooks et al., 2008; Kong et al., 2012 ; often referred to as PNM).
When dealing with independent measures these are typically used as inputs to a model that attempts to explain physiological signals that are present in recorded data e.g. cardiac-induced signal change. The relevant information from quasi-periodic signals like cardiac and respiratory waveforms is the phase of the process at the time of image acquisition (for respiratory data, amplitude is important as well, see below), and is summarized in Figure 4b . The cardiac phase can be assigned on the basis of a fraction of the cardiac cycle running from 0 to 2 , whereas respiratory phase takes into account both the position in the cycle at image acquisition and the depth of each breath. Respiratory phase can be derived using a histogram equalized transfer function (Glover et al., 2000) , that assigns values on the basis of the accumulated phase estimated from a histogram of all respiratory data, and runs from to + , where the sign indicates whether the image was acquired on the inspiratory or expiratory portion of the cycle (Figure 4b ). The estimated cardiac and respiratory phase is then fed into a Fourier basis set consisting of a series of sine and cosine terms and their interaction (Brooks et al., 2008) , whose purpose is to approximate physiologically induced signal change in fMRI data by generating new explanatory time-series regressors. There are two quite distinct options with how to proceed with these regressors: one approach applies them to the k-space time-series data to remove global physiological effects from the data (Hu et al., 1995; RETROKCOR) , whereas the other approach, which we focus on here, applies them to the timeseries in image space (Glover et al., 2000; RETROICOR) . When working with image data there are broadly two options for how to correct for physiological signals: i) prefiltering prior to model estimation with the GLM, and ii) model estimation including physiological regressors within the GLM. We will focus on the second of these options first. Please note that this is not an exhaustive description of the many different physiological noise modelling techniques that have been described and implemented across different software packages. When a physiological model is included within the GLM, the amplitudes (beta value of parameter estimate) of the regressors from the Fourier basis-set used to model the physiological signals are adjusted by the GLM to optimally fit the time series data alongside the explanatory regressor(s) that describe task related activity. As such, modelling within the GLM automatically adjusts for loss of degrees of freedom and provides an accurate and convenient method for correcting for physiological effects. Regarding the estimated effect sizes provided by the GLM, the variance estimate associated with each parameter of interest derives from the residuals after modelling with the GLM (in FSL, this is the "varcope" image). If residuals are artificially smooth, as will occur when pre-filtering prior to model estimation, the variance associated with each regressor of interest can be under-estimated if not explicitly accounted for (as noise has already been removed). When assessing group activity using first-level results from data that were pre-filtered outside the GLM, e.g. counting the number of activated voxels within the cord, results may be biased due to inflation of false positives. Similarly, when passing data up for group analysis, particularly when using parametric mixed effects modelling (which uses information on the variance of individual participant's parameter estimates), group effects can be over-estimated due to incorrect variance estimates at the first level. Pre-filtering outside of the GLM will still reduce the contribution from physiological noise, and can be used to clean up data prior to first-level model estimation, providing one intends to use ordinary least squares modelling (which is possible in all standard neuroimaging packages) or non-parametric permutation testing (which can be done with tools such as SnPM [http://warwick.ac.uk/snpm] within SPM or Randomise [http://fsl.fmrib.ox.ac.uk/fsl/fslwiki/Randomise] within FSL) for group level inference. Lastly, whilst not all analysis software currently offers the possibility of including slice-specific regressors at the first level, this should be addressed through future developments, as assigning cardiac phase based on a volume trigger will be inaccurate for most slices with typical repetition times.
Several alternative approaches to the above described modelling of physiological noise in spinal fMRI have been proposed. Stroman (Stroman, 2006) recorded peripheral pulse oximetry and respiratory belt data during functional imaging of the spinal cord, using a single shot fast spin-echo sequence. These traces were then down-sampled to the timing of each slice, and these aliased time courses further reduced by a principal component analysis (PCA) to produce a basis set. The final basis set was included along with the experimental timing of somatosensory stimulation in a GLM to estimate activation patterns. Intriguingly the amount of type-I errors, indicated by somatosensory stimulation-induced activity in bone and connective tissue (i.e. outside the cord), appeared to increase with inclusion of the cardiac and respiratory basis setsuggesting a failure to adequately account for these processes. Stroman, 2007) as regressors in a GLM analysis and showed improved sensitivity and specificity (Figley and Stroman, 2009 ). As a further alternative, it may be possible to use a finite impulse response function approach to model physiological noise (Deckers et al., 2006) . In this denoising technique, the cardiac and respiratory cycles are arbitrarily divided up into discrete equally spaced intervals (or bins), and each image slice assigned to one of the cardiac and respiratory bins on the basis of their acquisition time. By reordering data according to bin membership and averaging responses within each one, it is possible to approximate the cardiac and respiratory effects at each timepoint, which are then removed from the original data. This approach is model-free, in that it has no assumed shape for the induced physiological effect on the image data. However, it cannot adjust to different depths of breathing and may be problematic to include within the framework of the GLM unless slice-specific regressors can be specified. In an evaluation study it has also been shown to be outperformed by the above-mentioned extended RETROICOR model (PNM).
Data-driven approaches to physiological noise correction
The previously described denoising methods rely on the acquisition of additional external signals, such as respiratory and cardiac waveforms, and in some circumstances a model that explains how their effects relate to the fMRI data. However, it is also possible to denoise fMRI data using methods that rely on the fMRI data themselves to construct noise regressors. Such data-driven methods have the obvious advantage that they do not require recording of additional signals and they also do not make any specific assumptions on how externally acquired signals should be modelled (e.g. by sine and cosine terms as in RETROICOR). However, it is worth noting that there is a risk of removing signals of interest i.e. those associated with the experimental paradigm, so care should be taken when identifying noise sources. Please also note that our aim is not to review every possible data-driven noise-reduction method developed for fMRI of the braininstead we choose to focus on two approaches that have already been applied to the spinal cord.
One example is the CompCor method (Behzadi et al., 2007; Muschelli et al., 2014) that derives noise regressors from regions that are unlikely to contain neuronal signals, but whose signals will be driven by structured noise, which will similarly affectand thus adequately model physiological noise inthe grey matter. In the brain this approach entails choosing noise ROIs either on anatomical grounds (e.g. using white matter and ventricle ROIs based on segmentation) or on the temporal standard-deviation of time-series (where a high standard deviation has been shown to be driven by physiological noise). One then uses PCA to obtain characteristic representations of the physiological fluctuations in the noise ROIs and uses these time-courses as covariates in a GLM analysis. It is important to point out that by extracting a number of principal components per noise ROI, this approach allows several distinct noise processes to exist in the same ROI, which makes it superior to denoising methods that rely on the average signal of noise ROIs (where the averaging procedure might actually lead to cancelling out of disparate noise signals; Muschelli et al., 2014) . This approach has been shown a) to significantly reduce the temporal standard deviation of resting-state data, b) to significantly increase the number of activated voxels in task-based data, and c) to outperform RETROICORbased denoising (Behzadi et al., 2007) . colleagues (2014, 2016) successfully used this approach in their spinal cord resting-state studies at 7 Tesla, where they obtained distinct and reproducible time-course correlations between dorsal horns and between ventral horns. Interestingly, they applied several CompCor steps in succession, with denoising based on principal components obtained from the non-spinal part of the image being carried out before motion correction, and denoising based on principal components obtained from white matter and CSF being carried out after motion correction and physiological noise regression using RETROICOR. This sequence of processing steps optimised the combined effects of these procedures and worked well at lower field strength too (Barry, personal communication) , so it will be interesting to formally test whether this might indeed be the optimal sequence of denoising steps at every field strength (Jones et al., 2008) , since the influence of physiological noise varies with field strength (Triantafyllou et al., 2005) . It is also important to note that extracting several components from the CSF surrounding the spinal cord is potentially a sensible approach, because CSF flow is not homogeneous but is instead organized into distinct channels with different time-profiles (Henry-Feugeas et al., 2000; Schroth and Klose, 1992) .
There are however a few caveats when using a CompCor-based approach to perform data-driven denoising in spinal fMRI. First, one needs to make sure that the acquisition parameters are chosen such that ghosting is minimized (see Finsterbusch et al., 2012 for an example), as one might otherwise remove signal of interest when deriving components from a non-spinal region. Second, the close proximity of the CSF-containing subarachnoid space to the grey matter of the spinal cord makes it possible that one actually removes signal of interest. This issue is particularly pronounced for the dorsal horns, which almost extend to the edge of the spinal cordwith the current spatial resolution achievable at 3T this will invariably lead to signal-mixing. To alleviate this, one could either construct an eroded ROI that does not include cord-edge / CSF voxels, or in the case of task-based fMRI one could exclude voxels that show a significant correlation with the paradigm (Behzadi et al., 2007) or orthogonalise the obtained CSF regressors to the paradigm . Third, using the WM as a noise ROI for component extraction might be sensible at 7T where a higher spatial resolution and a smaller point-spread function (Shmuel et al., 2007) will mitigate partial volume effects and signal mixing. At 3T however, a PCA based on white-matter voxels will most likely produce components that contain signal of interest. Furthermore, the distortion that is present in gradientecho EPI images will also limit an accurate delineation of a white-matter ROIbut with the current development of tissue-type segmentation and incorporation of this information into registration procedures, this latter concern might be alleviated in the future (Asman et al., 2014) .
Another data-driven approach to denoising that has been applied to spinal fMRI data is CORSICA (Perlbarg et al., 2007 ) -CORrection of Structured noise using Spatial Independent Component Analysis. It is based on decomposing the data into a set of spatial components and associated time-courses (via spatial independent component analysis; see below and Beckmann, 2012) , identifying noise components based on the similarity of their time-courses to time-courses obtained from noise masks (using a rather elaborate procedure), and then removing their influence by reconstructing the data using all components except those identified to represent noise. The benefit of this approach is that it can be applied to data acquired with a standard TR, since it is based on spatial priors for identifying components as noise, whereas previous studies identified noise components based on their spectral profile high power at the cardiac and respiratory frequencieswhich necessitates a very short TR for acquisition to avoid aliasing. A slightly modified version of this approach has recently been used to demonstrate that it can be beneficial in detecting painrelated responses in the spinal cord (Xie et al., 2012) . In addition to fMRI data used to investigate pain-related responseswhich were acquired with a standard TRthese authors also acquired short-TR data for each participant, which were used to generate participant-specific noise maps based on spatial independent component analysis (where noise components were identified by calculating spectral coherence between the component time-courses and cardiac and respiratory data). Using the standard CORSICA approach with these noise maps resulted in reduced highfrequency variation in the time-series and a higher number of significant voxels as well as mean t-scores in the cord, but not in the subarachnoid space, arguing for the spatial specificity of this technique. One critical difference to the original CORSICA approach is that the authors did not choose the noise maps based on spatial priors, but instead based them on an ICA of the short-TR data in combination with cardiac and respiratory signalswhile this an important step for method validation, it will arguably be important to be able to use CORSICA without such need for additional data acquisition.
Finally, the masked-ICA approach (Beissner et al., 2014; Moher Alsady et al., 2016) that has been validated in the brainstem should be mentioned as well. This technique is only applicable to situations where one wishes to use ICA-based data analysis and reduces the impact of physiological noise by excluding regions with high noise levels from the volume of interest in which an ICA is performed. Kong et al. (2014) used this approach when investigating spinal cord resting-state fluctuations via ICAhowever, since comprehensive physiological noise modelling was employed at the same time, it was not possible to judge the isolated effect of the masked ICA approach.
Outlook
In closing, we would like to highlight a few approaches that have shown beneficial effects for noise reduction in the brain. Since many of the problems that these approaches aim to ameliorate exist in the spinal cord to a larger degree, their application to spinal fMRI might be of significant benefit.
Acquisition
A major concern when imaging the spinal cord is the contribution from CSF affecting signal measured in the cord . A recently developed pulse sequence offers the possibility of minimising contributions from inflowing CSF signal, whilst leaving static tissues unaffected (Li et al., 2012) . This so-called DANTE-EPI sequence achieves suppression of flowing CSF spins through repeated application of non-selective low flip-angle excitation in the presence of gradient pulses, and should help to improve tSNR of spinal EPI data, and hence signal detection. It should be noted that it is also possible to suppress flow through the use of inversion recovery techniques or diffusion-weighting gradients (Andersson et al., 2002 )such flow compensation techniques have been extensively applied in spinal fMRI (Bouwman et al., 2008; see also Finsterbusch et al., 2012) and it will be interesting to see how their benefits compare to those obtained by using DANTE-EPI. An alternative approach to correcting for physiological artefacts is to acquire additional images that sample these processes at the time of acquisition and use that information to subtract their effects from BOLD-sensitive EPI data. These multi-echo functional imaging techniques (Kundu et al., 2012) have shown great promise for improving the quality of fMRI data acquired from the brain, but have yet to be exploited for imaging the spinal cord. One might also use simultaneous multi-slice (or "multi-band") EPI, which allows a shortening of the TR due to the simultaneous excitation of several slices (Barth et al., 2016;  interestingly, this approach has recently been combined with a multi-echo technique: Boyacioğlu et al., 2015) ; this approach requires a certain coil geometry, but would potentially allow one to critically sample cardiac and respiratory artefacts and thus remove them based on frequency spectra (which is not possible with standard TRs due to the aliasing that occurs). An alternative approach to improving the specificity of spinal cord fMRI is to reduce voxel sizes, which has been shown to reduce the influence of physiological noise (Hutton et al., 2011) . In practise, this approach only becomes feasible when moving to higher field strengths such as 7T and above. Due to the lack of body coils at 7T, this has necessitated the development of novel transmit/receive coils for spinal cord applications (Zhao et al., 2014) , the improvements from which are only now being realised. There are also possibilities to address the effects of magnetic field inhomogeneities evident in the neck region (due to the different susceptibilities of air and tissue), which make adequate shimming more difficult. These static B 0 inhomogeneities can be ameliorated by using a foam cushion around the neck that consists of tissue susceptibility matched pyrolytic graphite foam (Lee et al., 2015) , which should benefit gradient-echo EPI acquisitions. However, even if the static B 0 distortions can be compensated with such an approach, this still leaves dynamic B 0 distortions induced by breathing. Considering that these distortions can be of the same size as the cord's anterior-posterior diameter (Verma and Cohen-Adad, 2014) , it would be very welcome to not only address the apparent cord movement by posthoc procedures such as slice-wise motion correction, but to correct them prospectively. This could be realized through a dynamic compensation via real-time shim updating based on simultaneously acquired respiratory datasuch an approach has been applied in the brain (van Gelderen et al., 2007) , but as yet not in the spinal cord, where its effects are expected to be even more beneficial.
Analysis
Similar to the above-described acquisition methods, here we would like to highlight a few approaches with regards to denoising from the analysis perspective that have gained prominence in brain imaging, but have largely not been applied to spinal fMRI. These approaches are all based on independent component analysis or ICA, a blind source separation technique that allows multivariate data to be decomposed into a number of components. In the context of fMRI, spatial ICA decomposes the four-dimensional data into a set of three-dimensional independent component maps and associated time-courses (Beckmann, 2012) . These components can either represent true signal (that is neuronally generated), noise (from various sources) or a mixture of both. A typical data-driven denoising approach would thus consist of running an ICA, identifying noise components and then removing these from the data. The practical variability in ICA-denoising approaches mostly pertains to the second step, i.e. the identification of a component as noisethis can be done in a manual or an automated fashion and on the individual or group level.
The traditionaland easiest to implementapproach is to run a spatial ICA for each participant and to then carry out a manual classification of components into signal or noise. Guidelines for hand-classification of brain fMRI have been developed (Kelly et al., 2010; Griffanti et al., submitted) , but may not be applicable to the spinal cord in their entirety. Nevertheless, a large number of features that indicate if components are noise will apply to the spinal cord as well (e.g. spatial overlap with vasculature, sudden jumps in time-series, strong high-frequency content in power spectrum). Once the components are identified, these can then be removed from the data (for task-based data, this should be done by including their time-courses as covariates in the design matrix). Such an approach has been taken in a recent resting-state spinal fMRI study (San Emeterio Nateras et al., 2016) , as well as in a task-based study on motor-learning where the authors also explicitly listed their criteria for designating a component as noise (Vahdat et al., 2015) . It is furthermore possible to combine ICAbased denoising with the model-based approaches described earlier; such an approach has recently been shown beneficial for brainstem data (Faull et al., 2016) and might hold potential for spinal fMRI as well.
Manual classification of components can also be performed at the group level, after running a group-level ICA analysis. This might be beneficial in cases where components are weak but consistent at the individual-participant level and will thus only become apparent at the group level. One can then use these group-level noise components and regress their three-dimensional spatial maps into each participant's four-dimensional fMRI data to obtain individual time-courses which can then be regressed out of each participant's four-dimensional fMRI data (inside the GLM for task-based data). To our knowledge, this technique of denoising via group-level component identification has not been carried out in any spinal fMRI study to date. As an aside, if one carries out a group-ICA on already denoised data (e.g. via physiological noise regression), this will allow one to judge how effective the used denoising procedure was: for example, in Kong et al. (2014) , state-of-the-art physiological noise modelling was used (including cardiac and respiratory regressors with various harmonics, their interaction, motion parameters, changes in heart-rate, CSF signal), but at the group level distinct noise components could still be identified outside of the spinal cord. In any case, while a manual classification is straightforward to perform, it is time-consuming and incorporates a certain level of subjectivity.
To ameliorate these issues, a number of methods have been developed for automatic classification of components into signal or noise (for references, see e.g. Pruim et al., 2015b) . Two of the most recent and already widely-used ones are FIX (FMRIB's ICA-based X-noiseifier; Salimi-Khorshidi et al., 2014) and ICA-AROMA (ICA-based strategy for Automatic Removal Of Motion Artefacts; Pruim et al., 2015b) . FIX uses a large number of features (almost 200) and a combination of classifiers to identify components as signal or noise. This obviously makes it very flexible and thus sensitive to a large number of noise sourceshowever it also limits its generalizability, meaning that it needs to be retrained when a data-set differs from the data-sets on which FIX was trained. Applying the current implementation of FIX to the spinal cord is likely to be a major undertaking when considering that the large number of features were specifically chosen for fMRI of the brain.
ICA-AROMA on the other hand only uses four features (high-frequency content in component time-course, correlation of component time-course with estimated motion parameters, fraction of voxels of the component map that are at the edge of the brain, and fraction of voxels of the component map that are in the CSF-space) and a single classifier for component identification. Admittedly, ICA-AROMA was developed to solely deal with motion artefacts, but data suggest that it might also identify components as noise that reflect physiological noise processes. The current implementation of ICA-AROMA is only applicable to fMRI of the brain (since it makes heavy use of spatial features that rely on a standard space definition), but it is likely to be worthwhile applying a similar approach to denoising spinal cord data. Having access to an automated denoising tool might also lower the barrier for researchers to study the spinal cord, since the task of findings one's way through the labyrinth of denoising options and implementing one would be obsolete.
All the denoising methods discussed in this review are equally applicable to taskbased and resting-state fMRI. However, a word of caution is necessary, since it is recommended that denoising regressors be included in the design matrix for taskbased data analysis, as otherwise biased inference in a parametric mixed effects setting may occur at the group levelthis is not an issue for resting-state analysis where other forms of inference are used. Nevertheless, several things should be kept in mind here as well. First, any kind of nuisance regression should be performed simultaneously with temporal filtering in order to avoid spectral misspecification (Hallquist et al., 2013) . Performing it before temporal filtering is acceptable, but performing it after temporal filtering will lead to reintroduction of noise into the timeseries and inflated correlations; if it is necessary for nuisance regression to be performed after temporal filtering, then one should apply the same filter to the nuisance regressors themselves. It is reassuring to see that previous spinal cord resting-state studies did not fall prey to this mistake when using nuisance regression (Barry et al., 2016 (Barry et al., , 2014 Kong et al., 2014) . Second, the use of low-pass or bandpass filtering is questionable, as several recent brain imaging studies have shown that frequencies above the common cut-off of 0.1Hz do contain meaningful signal (e.g. Chen and Glover, 2015; Niazy et al., 2011) . Within a limited frequency range, data from colleagues (2014, 2016) seem to suggest that this holds for the spinal cord as well. Third, accurate denoising is arguably even more important when using resting-state compared to task-based analyses (Murphy et al., 2013) . Whereas the latter relate the data to an explicit model of the paradigm timing and use averaging to suppress task-unrelated noise, the former rely solely on correlations between voxel time-series that will be driven not only by neuronal factors but can also be affected by non-neuronal processes such as motion, scanner artefacts or physiological noise. Without appropriate denoising it is thus virtually impossible to link the observed functional connectivity results to a non-artefactual neuronal source this is even more important for the spinal cord, where physiological noise is of greater magnitude than it is in the brain (Cohen-Adad et al., 2010; Piché et al., 2009 ).
In conclusion, we hope to have given an overview of denoising approaches for spinal fMRI, both on the level of data acquisition as well as data analysis. It should be borne in mind that denoising for fMRI data is a constantly evolving field, where current and future developments hold promise for significantly improving the reliability of spinal fMRI. The panel on the right shows that there is a cord displacement of almost 10mm (corresponding approximately to the anterior-posterior diameter of the cord) between the two states, demonstrating the importance of addressing respiratory sources of physiological noise (Verma & Cohen-Adad, 2014) . b) A sagittal section through the spinal cord with a coloured overlay of signal changes within the cardiac frequency (of critically sampled fMRI data) in terms of percent signal change. The highest signal changes are observed in the CSF and at the edge of the cord, but clearly extend into the cord as well, demonstrating the importance of addressing cardiac sources of physiological Cervical spine images acquired using a four channel spine array coil using a matrix size = 192 x 192 and FOV = 18 x 9 cm (with phase-encoding in the A/P direction). A) T2-weighted fast spin-echo (FSE) image is given for anatomical reference. Standard single-shot EPI with B) no acceleration (R=1), C) R = 2 giving a twofold reduction in geometric distortion, and D) R = 3 giving a threefold reduction in geometric distortion. Because of the shorter trajectory and g-factor noise present in (C-D), the SNR is reduced overall. Especially the pons area experiences a significant SNR reduction, due to the diminishing coil sensitivity profiles in the A/P direction (white arrow). The decreased image quality with R = 3 suggests that R = 2 is probably the upper acceleration limit for this spine array coil. An alternative approach to minimising susceptibility induced image distortion, whilst avoiding G-factor penalty, is to use selective excitation of an inner field of view. The ZoomIT pulse sequence (available on Siemens scanners with parallel-transmit capabilities) was utilised to acquire the axial fMRI data in E), which were resliced, shaded red-yellow and superimposed on a sagittal T1-weighted spin-echo anatomical reference. The selected region was encoded with 96 x 36 k-space lines, with TE/TR = 30/3000ms, and 36 slices covering from T1 to midbrain on a Siemens Prisma 3T system with a 64-channel head and neck coil. Good agreement between the location of the spinal cord on fMRI data and the underlying anatomical reference can be seen. With permission from Elsevier. Brooks, 2014) . The only difference between A and B is that the latter had a low-pass filter applied (cut-off 0.1Hz) prior to GLM estimation. It is clear that the time-series are temporally smoothed by this procedureand the effect on the power spectrum is shown below. The action of the low-pass filter is to remove 80% of the noise associated with this experiment, increasing the Z-score of the "activated" voxels in the cord (if not adjusting for loss of degrees of freedom in the model), but more importantly dramatically increasing the false-positive rate in the non-neuronal tissue of the neck (e.g. in the trachea and
